[Assay of digoxin on dry-reagent strips].
An automated immunoassay for Digoxin in serum using dry-reagent strips (Stratus Dade) was evaluated, and compared with two others immunoassays (TDX Abbott and ACA Du Pont). Precision, sensitivity and specificity were satisfying, as well as correlation study, but discrepancies observed for some sera proved that these techniques still pose serious problems of specificity or of standardisation.